[Experimental studies on intracavitary sonography].
In intravesical sonography artificial reflexes often lead to optical misinterpretation and mistaken diagnosis. In several experiments we followed up the ultrasound-capacity of dissolution and demonstrate different phenomena of reflexes. The findings are compared with intravesical and intrarectal sonograms; they are of use to interpret intracavitary B-Scan-Ultrasound.